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MODEL 7066 RELAY SWITCH CARD 



CHANNELS PER CARD: 10 

CONTACT CONFIGURATION: 2-poIe, Form A or Form B (jumper selectable). 
CONNECTOR TYPE: Quick disconnect screw terminals, No. 14 AWG maximum wire size. 
RELAY DRIVE CURRENT: 80mA per relay typical. 

MAXIMUM SIGNAL LEVEL: 250V DC or RMS, 350V peak. 2A DC or RMS. 60W DC, 
125 VA AC (resistive load). 

CONTACT LIFE: 10® closures (cold switching); 10® closures (at maximum signal level). 
CONTACT RESISTANCE: <0.1fl initial, <2Q to rated life. 

CONTACT POTENTIAL: <30/iV per contact pair, input to output with copper leads 
(<10/iV typical). 

ACTUATION TIME: <3ms, exclusive of mainframe. 

CHANNEL ISOLATION: >OT. 

INPUT ISOLATION: >OT 
COMMON MODE VOLTAGE: 350V peak. 

ENVIRONMENT, 

Operating: 0° to 50°C, up to 35“C at 70% R.H. 

Storage: -25° to 65°C. 

DIMENSIONS, WEIGHT: 32mm high x 114mm wide x 272mm long (IW x 4V2" x 
10%"). Net weight 0.28kg (10 oz.). 



EACH CHANNEL: 




Provides 10 channels of 2-pole switching, with a quick disconnect terminal block for each 
channel. 

Configuration is DPST-N.O. (Form A). Normally closed connection is available by 
moving jumpers. 



Specifications subject to change without notice. 
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SECTION 1 

GENERAL INFORMATION 

1.1 INTRODUCTION 



The Model 7066 Relay Switch Card provides 10 separate channels 
using 10 two-pole relays. As shipped, the switches are configured 
for double-pole single-throw (DPST), normally open (NO) opera- 
tion. Features of the relay switch card include: 

» Quick disconnect terminal blocks for each channel. 

® Moveable relay jumpers to configure any switch to be normally 
closed (NC). 

* Separate, isolated IN/OUT circuits for each channel. 



The instruction manual is organized in the following manner: 

« Section 1 General Information— Includes a product description 
and an overview of the manual, information on warranty, 
manual addenda, safety symbols and terms, unpacking and in- 
spection, and specifications. 

• Section 2 Operation— Includes safety information, wiring and 
installation, operating instructions, and some typical 
applications. 

• Section 3 Performance Verification— Provides the procedure to 
check proper operation of the card. 

• Section 4 Replaceable Parts-Includes a parts list, schematic 
diagram and a component layout. 




if front cover of this 

anual. If there is a need for service, contact the Keithlev 

back cover for addresses. The service form supplied at the end 

the manual should be used to provide the service facility with 
information concerning any difficulty. ^ 



iroduct improvements or changes to this manual will be explained 
included with the manual. It is recomiSnded 
that this information be incorporated immediately into the ap- 
propriate places in the manual. ^ P 



If an additional instruction manual is required order the manual 

kidud?s^!^“7 7066-901-00). The manual package 

includes an instruction manual and all pertinent addenda ^ 



1.4 SAFETY SYMBOLS AND 

The symbol A denotes that the 
operating instructions. 



TERMS 

user should refer to the 






r^ uirh,^np'I!? that could 

result in personal injury or death. 



The CAUTION used in this manual 
damage the instrument. 



explains hazards that could 




The Model 7066 was inspected both electrically and mechanically 
before shipment. Upon receiving the Model 7066, unpack all items 
from the shipping carton and check for any obvious damage that 
may have occurred during transit. Report any damage to the ship- 
ping agent. Retain and use the origin^ packaging materials in case 
reshipment is necessary. The following items are shipped with 
every Model 7066: 



Model 7066 Relay Switch Card 
Model 7066 Instruction Manual 

1.6 SPECIFICATIONS 



Detailed specifications of the Model 7066 precede the table of con- 
tents of this manual. 




This section contains safety information, wiring instructions for 
the various relay configurations, an installation procedure of the 
card in a scanner, operating instructions, and some typical ap- 
plications for the card. 



2.2 SAFETY PRECAUTIONS 



1. Make sure the scanner mainframe is grounded through a pro- 
perly earth grounded receptacle before operation. 

2. Inspect all test lead connections for wear and defects such as 
cracks, exposed wires, (etc). Correct any defect found before 
operating the relay card with the mainframe. 

3. Do not exceed the Model 7066's maximum allowable voltages 
as defined in the specifications. 

4. Turn off all power supplies and discharge any residual power 
before installing or removing the Model 7066 from the scanner 
mainframe. 

5. Turn off all power supplies and discharge any residual power 
before connecting or disconnecting wires and jumpers from the 
Model 7066. 

6. The Model 7066 is not intended to directly switch high power 
mains circuitry. Switching low power mains circuitry is ex- 
plained in paragraph 2-5. 



Each channel on the Model 7066 consists of a two-pole relay that 
has a quick disconnect terminal block. As shipped, each relay is 
configured for double-pole single-throw (DPST), normally open 
(NO) operation. The relay card can be wired for different switch 
configurations as explained in this section. 




To avoid electrical shock that 
jury or death, always remove 
sources before making or 



result in severe in- 
power from external 
connections to the 



When switching a circuit that approaches the current 

^*9*^ fault current capability 
'* 's required that a 2A fuse be 
wired in series with the input to protect the card. 



Peak transients must be clamped to 
paragraph 2.5 for clamping information. 



< 400V. See 



Notes: 

1. maintain >10»O input isolation, keep the card and terminal 
isolatLf rTsisSncl 

2. To prevent overheating, do no^ > t, , 

, * 1 j , ^’’—‘^ 5 ' iwciua un me cara. An loads 

should be outside of the scanner. 

3. Shielding-Shielded cables should be used when switching 

w high current. The shield should be connected 
preferably to a guard circuit or to earth ground. This helps pre- 
vent excessive radiation from the cables from interfering with 
any equipment. The cable rating must exceed the maxfmum 
allowable signal levels as defined in the specificatioTs 

may cause problems 
ith other cards installed in the scanner and with low level 
measurements. RFI filtering on these lines may be requIedTn 
order to operate the cards to their full specifications 
5. Reactive loads require voltage clamping (for inductive loads) and 

mo” wSSf ' 2 5 '» 




At the factory, both poles of each relay are configured for normal- 
ly open (NO) operation. That is, the circuit is not closed until the 
relay is energized. The positions of the jumpers for NO opera- 
tion are shown in Figure 2-l(A). 



A pole of any relay channel can be configured to be normally 
closed (NC) by moving the jumper to the alternate position. In 
the NC configuration, the circuit is broken when the relay is 
energized. Figure 24(B) shows the position of the jumpers for con- 
figuring both poles of a relay for NC operation. 



To use a channel in the double-pole single-throw (DPST) con- 
figuration, simply connect the source to the IN terminals of the 
terminal block and the load across the OUT terminals as shown 
in Figure 2-2. The procedure to make connections to the terminal 
block is provided in the next paragraph. 



NOTE 

The DPST configuration can be changed to a SPST con- 
figuration by connecting one of the loads to common. 
Thus, one pole of the relay is not used in that circuit. 





Figure 2-1. Jumper Positions for NO and NC Operation 




H 



IN 




Figure 2-2. DPST Configuration 



2.3.3 Terminal Block Connections 



Perform the following procedure to wire circuitry to the terminal 
blocks of the Model 7066: 



WARNING 

Make sure all power is off and stored energy in exter- 
nal circuitry Is discharged. 




' w" insulated screwdriver, connect the circuitry to the ter 
nunal block as shown in Fie’urp 7 c i. ■ ^ 

#14 to #26 AWG wire. ^ terminals accept 

3. Reinstall the terminal block on the relav cftrrl 

4 TprslVi S “ 

■ = « 4,a„p .e™. a. 



T j NU\E 

blocks, order Keithley part number 
CS-521-3. See paragraph 4.3 for ordering iWormaS 





A variety of different relay configurations can be set 



up. 

SPOT Configuration— In this configuration, the relay switches a 

single-pole input from one load to another Refer wToFte®^ 
2-5, wire the relay card as follows: ^^rerring to Figure 

o ‘he normally open jumper of the high pole 




Figure 2-5. SPOT Configuration 



DPOT Confipration— In this configuration, one relay is used to 
lO figure 2-6, wire the relay card as follows; ” 





1. On the controlling channel, set the relay jumpers to be nor- 
mally open or normally closed. On the other channel, remove 
the relay jumpers. 

2. Install jumpers from the controlling channel to the second chan- 
nel as shown. Note: If the relay on the controlling channel is 
normally closed, run the jumpers from the NO side of the 
switches. 

3. Wire the loads to the two channels and connect the input to 
the controlling channel. 



NOTE 

A 4PDT configuration can be accomplished by setting up 
another DPDT configuration and energizing both control- 
ling relays simultaneously. Also, a 6PDT configuration is 
possible using three DPDT setups. 




Four-Pole Configurations-— In this configuration, two relays are 
energized at the same time to control two separate circuits. 
Depending on how the relay jumpers are positioned, both loads, 
no loads or one load can be selected when the relays are energized. 
Figure 2-7 shows the 4PST-NO configuration with the relays nor- 
mally open. Wire the relay card as follows: 



1. Set the relay card jumpers as desired. Table 2-1 lists which load is 
connected to the input for the various relay jumper positions. 

2. Connect the circuits to the two channels. 



NOTE 

6PST and 8PST configurations are possible by adding a 
third and fourth channel respectively. 



Table 2-1. Four-Pole Jumper Configuration 



Jumper Configurations 


Chi 


Ch2 


Selected Load* 


NO 


NO 


A, B 


NC 


NC 


None 


NO 


NC 


A 


NC 


NO 


B 



*Both relays energized. 









load b 



both relays energized simultaneously 



2-7. 4PST Configuration 



2.4 INSTALLATION AND REMOVAL 



WARNING 







Before installing the Mode! 7066 into the scanner mainframe, it 
must be wired with the desired configuration as explained in 
paragraph 2.3. Once the card is configured, plug it into the ap- 
propriate slot in the rear panel of the scanner mainframe. In the 
Model 705, the relay card is placed horizontally into the unit. In 
the Model 706, the relay card is placed vertically in the unit. The 
relay card is placed in the mainframe with the card edge first. 
Align the card with the grooves in the slot and insert the card 
to its full depth into the mainframe. Make sure the card is pro- 
perly seated into the connector in the mainframe. With the card 
fully inserted, push the locking tabs forward to the center of the 
card to lock it in the mainframe. 



NOTE 

Refer to the scanner mainframe's instruction manual for 
complete details. 





To remove a relay card, first turn off the mainframe and aU other 
equipment connected to the card. Unfasten the locking tabs on 
the card by pulling the tabs outward. Grasp the end of the card 
and carefully pull it out of the mainframe. 



2.5 OPERATION 



WARNING 

User supplied lethal voltage may be present on the 
PC board or the connectors. Maximum voltage ter- 
minal to terminal is 350V peak. Maximum voltage ter- 
minal to chassis is 350V peak. 




Model 7066 operation consists of three parts: 

1. Wiring the Model 7066 for the desired configuration. 

2. Installing the Model 7066 in a scanner mainframe. 

3. Controlling the channels from the scanner. 



Refer to paragraph 2.3 for wiring information, paragraph 2.4 for 
card installation information and the scanner instruction manual 
for information concerning control of the channels. 



7066(s) is the only card(s) in the scanner being 
used, it IS recommended that the scanner be used in the 2-pole 
or 4-pole mode. The Model 7066 can be used with other scanner 
cards m any scanner pole configuration. Tables 2-2 through 2-5 
f channels that control relay switch card channels 

tor all the pole configurations of the scanner. The card numbers 
reter to the designated slots in the scanner where a Model 7066 
may be physically located.. Each table includes data for the 10 card 
Model 706 Since the Model 705 can only accom- 
moaate two cards, only the data for cards 1 and 2 is relevant 



Operation Notes: 



1. To ensure the reUability of relay performance, it is recommended 
that not more than three relays be energized simultaneously 
when using the Model 705 Scanner. In the Model 706 the 
number of relays that can be energized simultaneously depends 

temperature and ventilation. Refer to Table 
A Instruction Manual and use the data for 

the Model 7053 card since those relays consume the same power 
as the relays for the Model 7066. ^ 

2. Power Limits-To prevent overheating or damage to the relay 
contacts, never exceed the signal level specifications of the relay 
Maximum voltage is 250V DC or RMS, 350V peak. The current 
limit IS 2A DC or RMS. The power limit is 60W DC, 125 VA AC 

liStfng^^*^**'''^ require clamping and suige 




3. Reactive Lxjads— Operation is specified for resistive loads. Reac- 
tive loads require voltage clamping (for inductive loads) and 
current surge limiting (for capacitive loads) to prevent damage 
to the relays and to external circuitry. 

A. Inductive Loads— Inductive reaction voltage, L-^ , must be 

limited to less than 250V in DC circuits or 350V peak in AC 
circuits. Also, consider the load when determining the 
voltage limit. Clamping circuits that can be used are shown 
in Figure 2-8. 

B. Capacitive Loads— The initial surge current from a capacitive 
reactive load must be limited. Figure 2-9 shows circuits that 
can be used to limit current surges. To protect the relay, limit 
current to 2A. Also consider the load when deterrnining the 
current surge limit. 

4. AC Mains Switching— The Model 7066 may be used to switch 
low power AC mains as long as the following restrictions are 
adhered to: 

A. Do not exceed the signal level specifications of the card. 

B. A 2A fuse must be used to limit current. 

fBtering must be used to limit voltage transients and 
RF noise. A clamping circuit to protect the card from AC 
mains transients is shown in Figure 2-10. 

5. Switching Speed— Relay actuation time is 10msec maximum, 
plus mainframe programming time. Maximum relay speed is 
50 cycles per second at low level loads. For maximum relay life, 
operating speed should be limited to 20 cycles per minute at 
full rated load to avoid overheating of relay contacts. 




Card# 


Scanner 

Channel Numbers 


7066 Relays 
Controlled 


1, 2 


0140 


1-10 


3, 4 


11-20 


140 


5, 6 


21-30 


140 


Z 8 


31-40 


1-10 


9, 10 


41-50 


1-10 



NOTE: Model 705 can accomodate 2 cards; Model 706 can 
accomodate 10 cards. 




Card# 


Scanner 

Channel Numbers 


7066 Relays 
Controlled 


1 


01-10 


1-10 


2 


11-20 


1-10 


3 


21-30 


1-10 


4 


31-40 


1-10 


5 


41-50 


1-10 


6 


51-60 


1-10 


7 


61-70 


1-10 


8 


71-80 


1-10 


9 


81-90 


140 


10 


91400 


140 



NOTE: Model 705 can accomodate 2 cards; Model 706 can 
accomodate 10 cards 
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NOTE: Model 705 can accomodate 2 cards; Model 706 can accomodate 10 cards. 





















z 'sz 01 Z 'OZ 01 Z 'SI 01 Z '01 01 z 'so 

































rH',or'itN.cocO’ 5 i^aNir :)3 



rHCNrHCsJrHCNlrHC^IrHOJj 

^ K' K' CO od' o*'’' o' o' 



r-(\ocNts(r 5 oortHa\Lr >9 



rHCS|rHCNlrHCslrHCNjr-t(N 
rH rH (N d CO' m" in' LO 

'^egi 



rHCNrHCN'^fN’f^nirHfsl 

vO" ^£ 5 ' ^ K“ 00 co" on" o^ o'* o" 

COCOCOCOCOCOCOCO'^T}^ 



rH^r^txcooo-=j^ONin 2 



T-HCNjrHCSlr^CNrHlNT-^lN 

S S S S? ^"' c^' S?" r? 



rH'X>r^r^^cooo'*«^^a^ln 



rHfslT— fCS|rHC^rH(Nr^(N 

^o" ^o" tS" CS" oo" oo" os' Ov" o' o' 
CN<NtNfNcSmn 4 CNJCOCO 



NOTE: Model 705 can accomodate 2 cards; Model 706 can accomodate 10 cards. 






























Figure 2-9. Limiting Capacitive Reaction Current 
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Independent IN/OUT circuits for each channel, and the flexibili- 
ty of normally open (NO) or normally closed (NC) contacts pro- 
vide the means to configure the Model 7066 for particular setups. 
This section provides some typical examples on how the relay 
switch card can be used. 



The circuit shown in Figure 241 controls a power supply that 
powers the internal circuitry of the device under test (DUT), while 
a second relay is used to switch the input of the DUT from a short 
condition to the level of the source. 




Figure 2-11. Switching Sources and Supplies 



2.6.2 Switching Loads 



The circuit shown in Figure 2-12 uses the Model 7066 to control 
two separate outputs of a DUT to their loads, while a Model 7056 
General Purpose Scanner Card is used to switch the DMM from 
one load to another. This application shows how the Model 7066 
can be used with other scanner cards. 









2.6.3 Other Applications 



The Model 7066 can be used to activate indicators, alarms and ex- 
ternal control circuitry (i.e. activating a relay circuit that is used 
to start a motor). 






This section contains a performance verification procedure. 
Recommended maintenance includes inspection of the relay card 
and the card edge connector to ensure good electrical contact, and 
the verification of the input isolation and contact resistance 
specifications. The Model 7066 does not require calibration. 





Recommended test equipment for performance verification is pro- 
vided in Table 34. Test equipment other than the recommended 
equipment may be substituted if specifications equal or exceed 
the stated specifications in Table 34. 



Description 


Specification 




Model 


Scanner Mainframe 
DMM 


200MO full scale 
(±2%), lOOmQ 
resolution 
(±0.05%) 


Keithley 

Keithley 


705 or 
706 
175 



3.3 ENVIRONMENTAL CONDITIONS 

Performance verification should be done in an environment that 
is within the specified operating temperature range of the relay 
card. 




In general, verification consists of measuring the resistance of each 
relay switch in an open and closed state. Perform the following 
procedures to verify the input isolation and contact resistance 
specifications of the Model 7066: 



1. Connect four wires to one of the quick-disconnect terminal 
blocks. This one block will be used to check all 10 channels. 

2. Connect the terminal block to a channel on the relay card. 

3. Install the Model 7066 in a scanner mainframe. 

4. Referring to Figure 34(A), connect the DMM to the H terminals 
of the relay. 

5. Turn on the scanner and the DMM. 

6. Select the ohms function on the DMM and open the ap- 
propriate channel from the front panel of the scanner. 

7. If the relay switch is normally open (NO), verify that the in- 
put isolation is >200MO. If the relay switch is normally closed 
(NC), verify that the contact resistance is <2Q. 

8. Close the channel from the front panel of the scanner. 

9. If the relay switch is NO, verify that the contact resistance is 
<20. If the relay switch is NC, verify that the input isolation 
is >200MO. 

10. Referring to Figure 34(B), connect the DMM to the L terminals 
of the relay. 

11. Repeat steps 6 through 9 to check the L switch of the relay. 

12. Turn off the scanner and pull out the relay card from the 
mainframe. 

13. Remove the terminal block from the channel just checked and 
connect it to the next channel to be checked. 

14. Repeat the above basic procedure (steps 2 through 13), to check 
each channel. 




This section contains replacement parts information^ a schematic 
diagram and a component layout for the Model 7066. 



4.2 REPLACEABLE PARTS 

Parts are listed alpha-numerically in the order of their circuit 
designations. 




To place an order or to obtain information concerning replacement 
parts, contact your Keithley representative or the factory. See the 
back cover for addresses. When ordering, include the following 
information: 



1. Model Number 

2. Serial Number 

3. Part Description 

4. Circuit Description (if applicable) 

5. Keithley Part Number 



4,4 FACTORY SERVICE 

If fault can be isolated to a particular scanner card, then it is suf- 
ficient to return just the card(s). Otherwise, send back both the 
card(s) and scanner mainframe. For service, photo copy and com- 
plete the service form which follows this section and return it with 
the equipntent. 




Figure 4-1 contains a component layout of the Model 7066. Figure 
4-2 contains a schematic diagram of the Model 7066. 



Table 4-1. Model 7066, Parts List 



Circuit 

Desig. 


Description 


Sch. 

Loc. 


Keithley 
Part No. 


Cl 


Capacitor, 0.1/iF 


D7 


C-237-.1 


Jl-JlO 


Terminal Block 


Sev. 


CS-521-3 


Kl-KlO 


Relay 


Sev. 


RL-98 


W1-W20 


Jumper 


Sev. 


J-3 




Cable Clamp Assembly Upper 
Cable Clamp Assembly Lower 


— 


7055-303-11 

7055-308 




